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A FLOWMETER FOR MEASURING THE DISPERSED PHASE VELOCITY IN MULTIPHASE FLOW 
WITH NON-UNIFORM VELOCITY PROFILES 
S. Al-Hinai1, G. P. Lucas1 
1 University of Huddersfield, Queensgate, Huddersfield HD1 3DH, UK 
 
ABSTRACT 
 
This study aims to introduce a new technique to measure the velocity distribution of the dispersed component of a vertical, 
upward, water continuous two-phase pipe flow. Here, it is proposed that measurements of the variation in the local 
conductance of the mixture can be cross correlated to determine the local velocity distribution of, for example, gas bubbles 
in water. The measurements were conducted by using arrays of axially separated conductance sensors. Each array 
contained eight electrodes distributed over the internal circumference of the pipe carrying the flow. The arrays, were 
mounted at a known distance from each other along the pipe. Within each array, individual electrodes could be configured 
as either ‘excitation’, ‘measurement’ or ‘earth’. By changing the electrode configuration of an array the electric field 
sensitivity distribution associated with the array could be altered, thus changing the region of the flow ‘interrogated’ by the 
system. By cross correlating the output signals from these arrays, in various combinations, the velocity of the dispersed 
phase can be obtained at different regions within the flow, thereby enabling the velocity profile of the dispersed phase to be 
measured. The sensitivity distribution associated with given electrode configurations has been investigated in a bench test. 
First the flow meter was filled with water, and then non-conducting rods were inserted into the flow meter at various spatial 
locations parallel to the pipe, and the resulting change in conductance measured. The sensitivity distribution has also been 
simulated using COMSOL software. Agreement between experiment and theory was close to 1 %.   
 
Keywords Electrical conductivity, Venturi meter, Separated flow, finite element technique. 
 
 
1. INTRODUCTION 
 
Multiphase flows, where two or three fluids may flow simultaneously in a pipe are important in many 
applications within oil, mining, paper pulp, natural gas and other industries. It is vital for these industries to 
precisely monitor the flow’s properties, such as the mean volume fraction ( iα ) and mean velocity ( ) of each 
phase to quantify the flow rate, as: 
iV
                                           AVQ iii α=                                                                                                  (1) 
where:  A  is the cross-sectional area of the pipe. 
Traditional commercial measuring techniques employ bulky, heavy and expensive separators to separate the 
mixture into its various components and meter them individually, which is time consuming and not suitable for 
continuous monitoring.  
 
A major problem for the measurement of multiphase flow is that it can occur in a number of different, not 
necessarily clearly defined, regimes such as stratified or dispersed or annular or slug [1], which require different 
measurement techniques. For example for a homogeneous multiphase flow, a single phase flow measurement 
technique may sometimes be used; whilst in the slug regime, where the flow is transient and intermittent, single 
phase techniques cannot be applied. Furthermore, a complex two-way coupling between the two phase flow 
pattern and the geometry of the containing pipe, as well as the rates of change of that geometry, complicate the 
measurement. Pipe geometry variations due to bends, valves, and fittings, can disrupt the flow pattern over long 
distances (both upstream and downstream) before a stable pattern is once again established. 
Today the measurement of volume fraction in multiphase flows has been largely resolved, but techniques for 
accurately measuring the mean velocity of each of the components are by no means so well developed. One of 
the most widely used techniques for velocity measurement in multiphase flow is spatial cross correlation (Figure 
1). 
 
Figure 1: Schematic diagram of the data acquisition and control system. 
 
This method remains under continuous development, see for example [1] and [2], but invariably they assume 
that some property of the flowing fluid, e.g. density, temperature, velocity, is changing in a random manner. This 
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property is detected at two positions, A and B, on the pipe and the corresponding detector output voltages are 
 and .The cross-correlation function  of the two random signals  and  is: )(tx )(ty )(τxyR )(tx )(ty
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where τ  is a variable time delay and T  is the time period over which the signals  and  are sampled. 
As the value of 
)(tx )(ty
τ varies, the value of the cross correlation function  will change, attaining a maximum 
value when
)(τxyR
τ is equal to  the mean time for the perturbations in the relevant property of the flow to travel from 
A to B. Hence, 
pτ
pτ can be found by determining the value of τ  at which )(τxyR  is a maximum. The average flow 
velocity  can be calculated, as:-  
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where:  L is the distance between A and B (the electrode arrays). The aim of this investigation is to alter the 
electrode configurations at planes A and B to measure conductance variations in localized regions of the two 
planes. We can then cross-correlate the conductance variations in the two planes to estimate the mean local 
velocity of the dispersed phase in that region of the flow cross section. The overall mean flow velocity can then 
be calculated by appropriate combination of these local velocities. 
 
 
2. EXPERIMENTAL APPARATUS  
 
The experimental apparatus used comprised an impedance cross-correlation (ICC) sensor system and a data 
acquisition system. The ICC sensor section was comprised of a non-conductive pipe section of 80mm internal 
diameter fitted with two arrays of electrodes at two planes, A and B separated by an axial distance of 50mm. At 
each plane eight electrodes were distributed over the internal circumference of the pipe (Fig 2). The electrode 
dimensions are 2.3mm long by 2mm high by 0.4mm deep.  A control system consisting of a microcontroller and 
several analogue switches (Fig. 1) was used such that, for plane A, any of the eight electrodes could be 
configured as ‘excitation electrodes’ ( ), ‘virtual earth measurement electrodes’ (ve) or ‘earth electrodes’ (E). 
The  electrodes were connected to a sinusoidal excitation source with amplitude . The ve electrodes were 
connected to the negative input of an inverting amplifier and the E electrodes were grounded (Fig 4). In this 
way, the fluid conductance  between the   and the ve electrodes could be measured since  
+V
+V inV
afG ,
+V
 
                                        V                                                                          (4) inafaaout VGR ,, −=
where  is the feedback resistance of inverting amplifier (Fig. 4) and  is the amplitude of the output 
voltage from the amplifier . 
aR aoutV ,
 
A similar arrangement was used for plane B such that the fluid conductance between the  and ve 
electrodes in plane B was obtained from the amplitude  of the output voltage from a different inverting 
amplifier associated with plane B. Note that a switching mechanism involving the use of a  555 timer  ensured 
that the  electrodes in plane A and the  electrodes in plane B were connected alternately to the 
excitation source. This meant that planes A and B were never active at the same time and so prevented ‘cross 
talk’ between the two planes. The switching frequency was 100kHz and the excitation signal applied to the  
electrodes was 10KHz and this resulted in the signals shown in Fig. 5 being applied to the  electrodes in 
planes A and B. For any given test, at a particular angular electrode position (e.g. elec 1 in Fig 3) the electrodes 
in planes A and B were always of the same type (i.e , ve or E). This meant that in any given test, the same 
region of the flow cross section was interrogated at planes A and B. 
bfG ,
+V
boutV ,
+V +V
+V
+V
+V
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Figure 2: Arrangement of electrode array on the pipe                      Figure 3: Array A electrode configuration 
 
 
Figure 4: Fluid conductance circuit                                         Figure 5: Excitation signals for excitation 
                                                                                                                                            electrode in Array A & B 
 
Signals  and V  were each rectified and low pass filtered to produce d.c. output voltages V  and V  
which could be subsequently cross correlated to provide information on the mean dispersed phase velocity (of a 
two phase flow) at the particular region of the flow cross section ‘interrogated’ by planes A and B. By changing 
which electrodes in planes A and B wereV , ve or E electrodes, different parts of the flow cross section could 
be interrogated. A dedicated MATLAB ‘m-file’ module was used to perform cross correlation of the signals 
received from the two planes. 
aoutV , bout, a b
+
The data acquisition system shown in Fig. 1, is comprised of (i) DG403 analogue switches which enable 
computer control of the electrode configurations, (ii) an inverting amplifier, rectifier, low pass filter and high pass 
filter associated with each electrode plane; (iii) a USB based A/D converter for each plane and a USB based 
DIO unit for selecting the electrode configuration in each plane. In Fig. 1 analogue switch A is used to control 
the electrode configuration of the array A whilst analogue switch B is used to control the electrode configuration 
for array B. The purpose of using analogue switch array C is to ensure that the array A electrodes which are 
selected as V  excitation electrodes are not activated at the same time as the array B V  excitation 
electrodes, as described above. This is to prevent cross talk between the two electrode planes. Output signals 
 and V are sampled by the A/D converters which are connected to a PC for data recording and cross 
correlation.  
+ +
aV b
 
3. EXPERIMENTAL SETUP 
 
By initializing the appropriate sampling and excitation frequencies, static bench tests were carried out to 
measure the sensitivity distribution inside the flow pipe. The purpose of these bench tests was to investigate 
spatial variations in the sensitivity of the electric ‘sensing’ field for a particular electrode configuration. It was 
intended that this investigation would provide insight into the best electrode configurations for measuring the 
‘local’ dispersed phase velocity at particular regions within the flow cross section. 
 
The circuit in the bench test setup was powered by ±15V, and the 10 KHz sine wave excitation signal of 1V 
peak to peak was provided by a laboratory signal generator. For each test, identical electrode configurations 
were selected for planes A and B. This electrode configuration was altered for each successive test. The circuit 
outputs V  and V  were fed into the A to D converter channels of a Labjack data acquisition device which was, 
in turn, connected to a PC. All the data analysis was done using MATLAB software. 
a b
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Two plastic plates, each with 12 holes of equal diameter (15mm) were placed on the ends of the pipe forming 
the ICC flow meter. A long nylon rod, of 15 mm diameter, was inserted through one of the holes in the top plate. 
To ensure the rod was vertical and parallel to the walls of the pipe, its lower end sat in the second nylon plate at 
the bottom of the tube.  These two plates were a distance of 470 mm apart. The holes in the plates were 
arranged as shown in figure 6. Since the geometry of the plates and their holes is known accurately, the 
position of the nylon rod in the flow c ss section is also known. The position of each hole relative to electrodes 
‘1’ to ‘8’ in each plane is shown in Fig. 6. The nylon rod was inserted into holes 1 to 12 in turn and the effect on 
the circuit output voltages aV  and bV  was investigated. It was found, as expected, that for given electrode 
onfiguration, when the nylon rod was inserted into a given hole the changes in  and 
ro
 a 
 were identical, 
e ted. 
 
aV bVc
consequently, in the next section, results associated with chang s in aV  only are presen
For a given electrode configuration, a sensitivity parameter iaV ,δ  was defined such that 0,,, aiaia VVV −=δ  where 
 is the value of the output voltage from the detection circuitry associated with plane A when the nylon iaV , rod is 
rted into the ith hole and where  is the value of this output voltage when the 
 
0,aV nylon rod was absent. inse
 
Figure 6: A 12 holes associated with different electrode 
 
ENTAL RESU CUSSIONS 
 
The first and re summ le 1. 
 
4. EXPERIM LTS AND DIS
4.1 Electrode Configurations 1 &2 
 
 second test configurations a arized in Tab
Electrode configuration Config-1 Config-2 
Electrode number Electrode number 
Ex + ) citation (V 3  ,4,5,6 4, 6 5,
Virtual Earth (ve) 1,2,7,8 1,2,7,8 
Earth (E) none 3 
Table 1: Test configurations 1 & 2 
 
The sensit
(a),(b) rep
ivity distributions of configurations 1 and 2 are shown in figure 7 (a),(b). The vertical axis in figure7 
resents the sensitivity parameter iaV ,δ  (also represented by the colour scale to the right of the 
diagram). 
 
    (a)  Config-1                             (b) Config-2 
Figure 7: Sensitivity distributions 
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It is clear from Fig 7 (a) that for configuration 1 the system sensitivity in the vicinity of electrodes (3,4,5,6) is 
somewhat higher than the sensitivity in the vicinity of electrodes (1,2,7,8). The lowest sensitivity was at the 
iddle of the pipe. Nevertheless, the sensitivity distribution for configuration 1 is relatively uniform in the flow 
trodes (4, 5, 6) the 
ensitivity is high compared with the sensitivity in the vicinity of electrodes (1,2,7,8). However, the sensitivity in 
is is due to the fact that (3) is a grounded electrode. 
The summ s 3 and 4 is le 2. 
 
m
cross section. 
 
Fig 7 (b) shows that the sensitivity distribution for configuration 2. In the vicinity of elec
s
the vicinity of electrode (3) was low. Th
 
4.3 Electrode Configurations 3 & 4 
 
ary of electrode configuration given in Tab
Electrode configuration Config-3 Config-4 
Electrode number Electrode number 
Ex + ) citation (V 1 6 
Virtual Earth  (ve) 8 5 
Ground (E) 2,3,4,5,6,7 1,2,3,4,7,8 
Table 2: Test configurations 3&4 
 
The system sensitivity of configurations 3 and 4 are shown in figure 8 (a), (b).  
 
    (a)  Config-3                            (b) Config-4 
m figure 8 (a), (b) it pparent that if we set one electrode as , an adjacent electrode 
and all lectrodes as E, then we will interrogate the flow in a l’ region adjacent 
to the electrode.  
tained for Configuration-
 (see table-1 for electrode configuration). Fig 9 shows the results obtained from COMSOL for the same 
electrode configuration as the experimental results shown in figure 7 (a) (section 4.1). 
 
Figure 8: Sensitivity distributions 
 
It is clear from Fig 8 (a) that the system sensitivity in the vicinity of electrode (1) is much higher than elsewhere 
in the flow cross section. The lowest sensitivity was in the vicinity of grounded electrodes (2,3,4,5,6,7). The 
sensitivity distribution associated with configuration 6 is expected to be the same as that for configuration 3 
except that it is rotated clockwise by 135 o . The experimental results shown in figures 8 (a),(b) confirm this 
expectation. Thus, fro +
s ve of the other e
is a V
relatively ‘locaa
+V
 
5. FINITE-ELEMENT MODELS 
 
A model of a ‘single plane’,  8-electrode sensor has been produced, using a two dimensional finite element 
model developed using COMSOL, and was used to calculate the sensitivity distribution for different electrode 
configurations. The results from COMSOL were compared with experimental results ob
1
 
Figure 9: Result from COMSOL (same as the result from Configuration 1 section 4.1) 
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Comparing Fig 9 with Fig 7 (a), it can be concluded that the error between the theoretical and experimental 
results is very small. This error is shown in Fig 10. The vertical axis in Fig 10 represents the change in vo
 rod is inserted in the given hole whose number is indicated on the horizontal axis. The theore
ntal results are within about 1% of each other. 
ltage 
hen a nylon tical 
and experime
 
w
 
Fig ult ure 10: The error between COMSOL and experimental res
 
we  
etween electrodes 1&8 and ball Q was dropped between electrodes 5 & 6 as shown in Fig 11. Then, the 
als  (red) and  (blue) from the two arrays were measured and cross correlated as shown in figure 13. 
 
6. DYNAMIC TESTS ON ICC SYSTEM 
 
In this experiment we used two balls which have the same diameters but different densities in order to examine 
the velocities of the two balls. Firstly, we set the electrode configuration for arrays A and B to Configuration 3 
(Table 2). The balls re dropped at the same time but in different parts of the pipe; ball P was dropped
b
sign aV bV
 
Figure 11: Arrangement of electrode array on the pipe 
 
It is clear from Fig. 12 that the system was only sensing ball P, whereas ball Q produced no noticeable effect on 
the output voltages aV and bV . This is because (with reference to Fig. 8 (a)), for electrode configuration 3, the 
sensitivity of the electric ‘sensing field’ close to electrodes ‘1’ and ‘8’ (the location of ball P) is much higher than 
the sensitivity close to electrodes ‘5’ and ‘6’ (the location of ball Q).  Thus, we see that for electrode 
configuration 5 the ICC system preferentially detects velocities in that part of the flow cross section close to 
electrodes ‘1’ and ‘8’. Cross correlating aV and V  gives rise to the single peaked correlogram shown in figure 
13 with the peak value at a time delay of 0.04 ds. Given that the axial separation of the arrays is 0.05m, 
is corresponds to a meas
b
secon
1−th ured vel
253.
ocity . Calculation shows that the expected mean velocity of ball P 
etween arra
 
 
 Figurecorrelation signal for the two 
signals                    
 of .1 ms2
ys A and B is 1ms1 − . b
 
 
 
 
 
 
 
 
 
 13: The cross- Figure 12: The output signals 
from array A & B 
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Next the electrodes in arrays A and B were set to configuration 4 (see Fig 3 (b)). For this test the sensitivity of 
the electric field was much higher in the vicinity of ball Q than in the vicinity of ball P. The test was repeated as 
above and again a single peaked correlogram was pro ith the peak value at a time delay of 0.0505 
seconds. This corresponds to a measured v of 1ms99.0 − . Calculation shows that the expected mean 
velocity of ball Q between arrays A and B is 1ms01.1 − . This confirms, as exp
duced w
elocity 
ected, that for configuration 4, the 
C system only senses flow velocities in the vicinity of electrodes 5 and 6.  
e a
es 5 & 6. Voltages (red) and  (blue) were obtained 
om arrays A and B respectively as shown in Fig 14. 
 
IC
 
Finally, the electrode configuration for arrays A and B was set to configuration 1 (Table 1), which gives rise to a 
relatively uniform sensing field. Again, the balls were dropped at the sam time, with b ll P dropped between 
electrodes 1 & 8 and ball Q dropped between electrod aV bV
fr
 
Figure 14: The output nals from array A&B 
zooming in Fig 14, the time taken by the two balls to pass the two electrode arrays 
, B) can be determined. 
 
sig
 
It can be seen from Fig 14 that two spikes occur in both aV  and bV  the first associated with ball P the second 
associated with ball Q. By 
(A
 Time (s) Velocity (m/s) 
Ball P 0.042 1.19m/s 
Ball Q m/s 0.051 0.98
Table 3: Time and Velocity for ball P&Q 
is 
parent that for configuration 1 the electric field is sensitive to velocities in all parts of the flow cross section. 
 
7. CONCLUSIONS 
te specific localized regions of the flow whilst other configurations interrogate the entire flow 
ross section.  
der of size as the 
gion of ‘maximum sensitivity’ for a given electrode configuration e.g. as shown in Fig. 8(a). 
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